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Abstract 

Background: Accidental hypothermia is common in those who sustain injuries in remote environments. This is 
unpleasant and associated with adverse effects on subsequent patient outcomes. To minimise further heat loss, a 
range of insulating systems are available to mountain rescue teams although the most effective and cost-efficient 
have yet to be determined.

Methods: Under ambient, still, dry, air conditions, a thermal manikin was filled with water at a temperature of 42 °C 
and then placed into a given insulation system. Water temperature was then continuously observed via an in-dwell-
ing temperature sensor linked to a PROPAQ 100 series monitor and recorded every 10 min for 130 min. This method 
was repeated for each insulating package.

Results: The vacuum mattress/Pertex©/fibrepile blanket system, either on its own or coupled with the Wiggy bag, 
was the most efficient with water temperatures only decreasing by 3.2 °C over 130 min. This was followed by the 
heavy-weight casualty bags without the vacuum mattress/Pertex©/fibrepile blanket system, decreasing by 4.2–4.3 °C. 
With the Blizzard bag, a decline in water temperature of 5.4 °C was seen over the study duration while a decrease of 
9.5 °C was noted when the plastic survival bag was employed.

Conclusions: Under the still-air conditions of the study, the vacuum mattress/Pertex©/fibrepile blanket was seen 
to offer comparable insulation effectiveness compared to be both heavy-weight casualty bags. In turn, these three 
systems appeared more efficient at insulating the manikin than the Blizzard bag or plastic survival bag.
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Background
Accidental hypothermia, which can occur at any time of 
the year, is defined as a core body temperature of <35 °C 
[1, 2]. At the simplest level, hypothermia can develop in 
any situation where the equilibrium between heat loss 
and heat generation favours heat loss. Adverse wilder-
ness environments, particularly those including cold, 
wet, windy conditions, provide the required param-
eters where heat loss, through radiation, convection and 

conduction has the potential to quickly outstrip any 
residual thermogenic capability of an individual. Indeed, 
in the UK, pioneering studies by Griffith Pugh into the 
Peak District-based Four Inns disaster, illustrated that 
such extreme weather conditions, coupled with ineffec-
tive clothing and walking to the point of exhaustion, were 
the main precipitating features of the fatalities [3–6].

Accidental hypothermia also has a profound nega-
tive effect on those physiological survival mecha-
nisms activated in response to trauma—for example, 
coagulopathies which prolong times to achieve effec-
tive haemostasis ([7–9]; reviewed in [10]). In this con-
text, hypothermia is a key component of the so-called 
“lethal triad”, together with coagulopathy and lactic aci-
dosis, which, when combined in a traumatically injured 
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casualty, work synergistically to greatly reduce the likeli-
hood of survival [11].

The figures for true mountain hypothermia are diffi-
cult to find [12]. In Scotland, Hearns’ study [13] identi-
fied that 14% of casualties were suffering some form of 
cold injury upon arrival of the mountain rescue team 
although this was associated with only one fatality. A 
similar picture was observed for England and Wales 
where, in 2011, mountain rescue teams responded to 
1074 incidents of which 850 casualties needed medical 
intervention [14]. Only 27 (~3%) were reported as hypo-
thermic and six (~1%) as exhausted. It is likely, however, 
that these numbers under-represent the actual incidence 
of accidental hypothermia given that milder forms may 
be un-recorded in the other mountain casualties who 
were, presumably, immobile due to their injuries (e.g. leg 
injures) and so not able to generate significant heat to 
maintain core temperature.

Within a mountain rescue setting, it is difficult to 
assess core temperature accurately even with tympanic 
thermometers [15–17]. Consequently, treatment of acci-
dental hypothermia is generally focused on minimising 
any further heat loss from the casualty by wrapping them 
in water-proof/wind-proof thermal bags of which there 
are many varieties [18–24]. The location of the definitive 
treatment centre is also considered [16]. Where appro-
priate, Edale Mountain Rescue Team (Edale MRT) evacu-
ates a casualty by placing the patient in a full body splint 
(a vacuum mattress) wrapped in a Pertex©/fibrepile blan-
ket (polyester fleece/polyamide water-resistant cover; 
Fig. 1a, right-hand image). If required, greater insulation 
and protection from poor weather or winter conditions 
can be obtained by placing the vacuum mattress and 
sheet into a heavy duty casualty (Wiggy) bag composed 
of an inner section of a thicker grade fibrepile and an 
outer layer of heavy duty water-proof nylon (Fig. 1a, b). 
Given that there is no optimised protocol for rewarming 
a hypothermic pre-hospital casualty, we wanted to test 
the insulating effectiveness of such materials against the 
system currently employed within our rescue team. Our 
study investigates the rate of heat loss over a defined time 
period from a 32 l volume of water placed within a simple 
thermal manikin using various insulation devices carried 
by mountain rescue teams (MRTs) or the air ambulance 
service.

Methods
This study was performed within the vehicle bay of Edale 
MRT Headquarters. The site was chosen due to its gener-
ally stable ambient air conditions where the ambient air 
temperature range was 11–13  °C over the course of the 
work. Insulation systems were as follows: Casualty Hypo-
thermia Bag (Wiggy Bag; Wiggie’s Inc., Grand Junction, 

Colorado USA), a vacuum mattress/Pertex© fibrepile 
blanket system (Snowsled Products, UK) (Fig. 2a); Moun-
tain Equipment (ME) Casualty Bag (Mountain Equip-
ment, Glossop, UK), Blizzard bag, a double-skinned, 
light-weight foil bag (Blizzard Survival, Bethesda, Wales, 
UK), and standard orange plastic survival bag (essentially 
a vapour barrier; Gelert; UK) (Fig.  2b). These systems 
were supported on a Bell Mountain Rescue Stretcher 
(57  cm wide ×  21.5  cm high ×  200  cm length; Fig.  2c; 
Lyon Work and Rescue, Cumbria, UK).

We utilised a thermal manikin (the MCI Man™, 
MedicTech, Thomas EMS; Fig.  2d), because our study 
focussed on the insulation properties of given rescue 
insulation systems not the ability to rewarm a casualty. 
As such, this model essentially served as a receptacle 
for warm water representing a similar surface area and 
shape of a human body of a height of 170 cm that would 
be wrapped in a given insulating system on a live rescue 
(Fig. 2d). It had no physiological capacity to generate de 
novo heat. A previous study of insulating systems was 

Fig. 1 Standard insulation system utilised by Edale Mountain Rescue 
Team. The casualty is placed in the vacuum mattress and wrapped 
in a Pertex©/pile blanket (a) This can be further supplemented by 
placing this system within the heavier-weight casualty “Wiggy” bag 
(b left-hand image—empty Wiggy bag; Right-hand image—Wiggy 
bag loaded with casualty enclosed in a vacuum mattress/Pertex©/
pile blanket)
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conducted using bags of dialysate [24] and we believe 
that this supports the use of our chosen model described 
herein.

The manikin was filled with 30  l of hot water from an 
Unvented Direct water pointer heater by Heatrae Sadia, 
Norwich, England, and a further 2 l were added to adjust 
the water to an initial temperature of approximately 
42  °C; at this stage, the manikin was then placed into a 
given insulation system and placed in a supine posi-
tion on to a Bell Mountain Rescue Stretcher (Fig.  2c). 
The in-dwelling temperature sensor, linked to a PRO-
PAQ 100 series monitor, was placed inside the manikin 
via an access port on the dorsal surface (not shown) and 
remained in situ throughout each experiment to facilitate 
continuous monitoring of the water temperature. Tem-
perature values were noted every 10 min for the duration 

of each experiment (130 min). This 130-min time course 
was chosen because it represented an accurate reflec-
tion of the prolonged stretcher-carry times experienced 
by some casualties rescued by Edale MRT. Ambient air 
temperature recordings within the vehicle bay were taken 
using a standard laboratory alcohol-based thermometer 
(Fischer Scientific, UK) hanging above the manikin at 
defined intervals throughout each day of study. The study 
was conducted over a period of 6 weeks.

Statistical analyses
Data were analysed using GraphPad Prism version 
6.02 software and compared using analysis of variance, 
ANOVA; statistical significance was verified using Tuk-
ey’s multiple comparisons test; a probability of p < 0.05 
was considered statistically significant. All experiments 
were performed three times and results are expressed as 
the mean ± SEM.

Results
This study compared the insulating properties of a num-
ber of insulation systems used by pre-hospital agen-
cies including mountain rescue teams. As expected, 
all insulation devices reduced the rate of cooling of the 
manikin compared to the control (Fig. 3, compare the six 
uppermost lines with the control; blue line; Additional 
file 1: Tables S1–S14). In terms of maintenance of mani-
kin water temperature, the vacuum mattress/Pertex©/
fibrepile blanket system, either on its own or coupled 
with the Wiggy bag, was the most efficient with water 
temperatures only decreasing by 3.2  °C over 130  min 

Fig. 2 Equipment and insulation systems utilised in this study. 
Heavy-weight casualty “Wiggy” bag, vacuum mattress and Pertex©/
pile blanket (a). Mountain equipment heavy-weight casualty bag, 
Blizzard bag and plastic orange survival bag (b). Bell mountain rescue 
stretcher routinely used by Edale MRT (c). The MCI thermal manikin 
(d)

Fig. 3 Comparison of insulation system used in mountain rescue. 
Temperature recordings were taken as described in “Methods” (n = 3 
for each system). Each system was allowed to equilibrate to the des-
ignated start temperature of 42 °C. This was then taken as t = 0 min 
and recordings were subsequently taken every 10 min for 130 min. 
All experiments were performed three times and data were analysed 
using ANOVA; statistical significance was verified using Tukey’s mul-
tiple comparisons test and results are expressed as the mean ± SEM 
(error bars); p < 0.05 was considered statistically significant
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(Table  1). This was followed by the heavy-weight casu-
alty bags without the vacuum mattress/Pertex©/fibrepile 
blanket system, decreasing by 4.2–4.3 °C (Table 1). With 
the Blizzard bag, a decline in water temperature of 5.4 °C 
was seen over the study duration while a decrease of 
9.5 °C was noted for the plastic survival bag (Table 1).

Although not a pre-defined study outcome, the first 
statistically significant mean temperature differential 
was observed after 20  min where the un-insulated con-
trol was 2 °C cooler than the vacuum mattress/Pertex©/
fibrepile blanket combination regularly used by Edale 
MRT (Fig.  3; blue line vs. black line; Additional file  1: 
Table S3). Interestingly, we also noted at 20 min that the 
mean temperature difference between the control and the 
insulation system comprising the vacuum mattress/Per-
tex©/fibrepile blanket and Wiggy bag was 1.5  °C (Fig. 3; 
blue line vs. brown line; Additional file 1: Table S3) sug-
gesting that the vacuum mattress/Pertex©/fibrepile blan-
ket arrangement may be more efficient at reducing heat 
loss over the initial phases of the study. At 130 min, how-
ever, this difference was only 0.03  °C and therefore not 
deemed significant.

Over the early time course (T  =  0 to T  =  30  min), 
the Blizzard bag compared favourably to the systems 
employed by mountain rescue teams (Fig.  3; Additional 
file  1: Tables  S1–S4) but at T =  40  min, we noted that 
the Blizzard bag appeared less efficient than the vacuum 
mattress/Pertex©/fibrepile blanket system (Fig.  3; Addi-
tional file  1: Tables  S1–S4). Interestingly, no difference 
was observed when the Blizzard bag was compared to 
either the Wiggy bag or ME casualty bag in the absence 
of the vacuum mattress/Pertex©/fibrepile blanket system. 
Only in the later stages of the experiment (T = 100 min) 
did we note a significant difference in insulation capacity 

between the Blizzard bag and both the heavy duty casu-
alty bags (Wiggy bag and ME casualty bag; Fig. 3; Addi-
tional file  1: Tables  S11–S12). No differences were 
observed throughout the study between the vacuum 
mattress/Pertex©/fibrepile blanket arrangement and the 
vacuum mattress/Pertex©/fibrepile blanket/Wiggy bag 
package (Fig. 3; Additional file 1: Tables S1–S14).

The standard plastic orange survival bag, often carried 
by many hillwalkers for use in an emergency in remote 
countryside, offered little in terms of insulation in this 
study. After only 20 min, there was a temperature differ-
ence of 2.3 °C between the orange plastic survival bag and 
the vacuum mattress/Pertex©/fibrepile blanket combina-
tion (Additional file  1: Table  S3; plastic orange survival 
bag vs. the vacuum mattress/Pertex©/fibrepile blanket 
combination). Moreover, the orange plastic survival bag 
compared least favourably to all other devices tested in 
terms of insulating ability with a higher rate of cooling 
being observed in this experiment (Table 1; Fig. 3; purple 
line).

Discussion
In this study, we have compared the effectiveness of insu-
lation systems employed by emergency services to assist 
casualties who have developed or are at risk of developing 
hypothermia. We were initially surprised by how effective 
the vacuum mattress/Pertex© blanket arrangement was 
in terms of insulating the manikin from heat loss when 
compared to the heavy-duty casualty bags that are also 
routinely used. In terms of the vacuum mattress itself, 
this apparatus is a full-body vacuum splint filled with 
many tiny polystyrene beads. In use, most air is removed, 
with the mattress then conforming to the casualty’s body 
shape ensuring a precise fit. Together with the Pertex©/
fibrepile blanket, this arrangement provides good insu-
lation and is believed to minimise cold air pockets that 
could potentially serve as a heat sink from the casualty. 
This works effectively for our casualties during summer 
weather but, because it does not totally enclose the casu-
alty (Fig. 1a, b), it is routinely combined with the Wiggy 
bag during colder seasons when prevailing weather is 
less clement. Consequently, although not investigated 
in this study, one possible explanation for the effective-
ness of the vacuum mattress/Pertex©/fibrepile blanket 
arrangement, compared to the Wiggy bag or Mountain 
Equipment casualty bag, is that these larger bags are not 
close fitting and could potentially have greater volumes of 
cold air within them initially serving as a local heat sink. 
Further work, however, would be needed to confirm this 
notion.

The plastic orange survival bag offered little in terms 
of insulation in this study. That said, many hill walkers 
carry such bags or similar nylon shelter tents. Our study 

Table 1 Mean temperature difference of  each insulation 
system tested

Insulation 
system

Initial mean 
water tempera-
ture (T0, °C)

Final mean 
water 
temperature 
(T130 min, °C)

Mean tempera-
ture difference 
(T0–T130 min, °C)

Control 41.63 29.43 12.20

Vacuum mat-
tress and Per-
tex© blanket

41.70 38.53 3.17

Vacuum mat-
tress, Pertex© 
blanket and 
Wiggy bag

41.70 38.50 3.20

Wiggy bag 41.70 37.50 4.20

ME casualty bag 41.70 37.43 4.27

Blizzard bag 41.70 35.63 5.37

Plastic orange 
survival bag

41.70 32.17 9.53
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only examined the ability of a given system to insulate a 
water-filled manikin under dry, still-air conditions. It did 
not consider other potentially useful features of such sim-
ple equipment including the fact that, in a casualty still 
able to generate heat, the plastic survival bag would act 
as a vapour barrier thereby possibly preventing further 
wetting and reduce some wind-induced convective heat 
loss [22, 23]. Indeed, while this paper was being peer-
reviewed, an anecdotal account from Cairngorm Moun-
tain Rescue Team, Scotland and reported by the BBC, 
attributed the survival of two benighted hillwalkers on 
the blizzard-swept Cairngorm plateau to the use of such 
a plastic bag [25]. It is likely, however, that other factors, 
such as the clothing and nutritional status of the casual-
ties, also influenced this outcome.

Within a definitive care setting, the receiving hospital 
is likely to actively rewarm the casualty [9 and references 
therein]. For those casualties where hypothermia is com-
pounded by trauma, rewarming will also help facilitate 
haemostasis [10, 11]. In the context of mountain rescue, 
a defined strategy for pre-hospital rewarming of casual-
ties has not been published although there are a number 
of reports, with either human subjects or thermal mani-
kins, which describe the effectiveness of various rescue 
insulation systems including blankets of various thick-
nesses, military survival bags, bubble-wrap, foil blankets 
and mountain rescue bags [17–24]. Interestingly, we did 
observe similarities between our data and previous stud-
ies. Principally, the thicker the insulation, the greater the 
effect of the insulation system. Furthermore, Henriksson 
et al. [19] also exposed their experimental setup to both 
high and low wind speeds highlighted the importance 
of using a layering system: this is similar to our findings 
with the vacuum mattress/Pertex©/fibrepile blanket/
Wiggy bag arrangement.

In terms of UK-based human data, Grant et  al. 
described work comparing the insulating ability of three 
casualty bags utilised by Scottish MRTs with human sub-
jects by under-defined conditions of an ambient air tem-
perature at −10 °C and a wind speed of 3 m/s [18]. Core 
and skin temperatures were recorded for up to 60  min. 
The authors highlighted that none of the bags were seen 
to perform particularly well given that 15 of the 33 tests 
were terminated early because the subject’s core tem-
perature decreased to 35.5 °C. It would have been inter-
esting to repeat that study and include the experiments 
where the subjects were also pre-wrapped in a vacuum 
mattress/Pertex© blanket described herein to determine 
if such a layering system made the tests more tolerable: 
we believe it would.

It is likely that mountain rescue teams will not be 
afforded the luxury of the time required to affect a full 
rewarming protocol on the hillside. The corollary, 

therefore, is that a pre-warmed casualty bag may be the 
pragmatic option to reduce further heat loss from the 
patient. Interestingly, a recent study highlighted the use 
of a heated blanket (Ready-Heat II™) employed by the 
UK Helicopter Emergency Medical Service (HEMS; [24]). 
This system offers a light-weight solution which remains 
warm (~37.8  °C; manufacturer’s details) for 6  h. This 
blanket clearly has the potential to overcome the gradual 
heat loss experienced with even the most efficient casu-
alty bags suggesting that there is merit in trialling this 
blanket as an adjunct to the insulation systems already 
employed to determine if such a device is cost-effective 
in the mountain rescue environment. Table 2 illustrates a 
simple comparison between mass and cost of each insu-
lation system compared to the Ready-Heat II™ blanket.

In this comparison, the vacuum mattress/Pertex©/
fibrepile blanket system represents an initial large capital 
outlay (circa £662) but it will be used on the vast major-
ity of incidents and offers broad functionality to rescue 
teams (insulation, immobilisation, extrication and some 
load carriage ability) and hence is an effective piece of 
kit. In contrast, one twelve-panel Ready-Heat II system 
is  ~£20.00: Edale MRT attends an average of 120 inci-
dents/annum giving an annual cost of circa £2400 for a 
device that only offers insulation and this may be cost-
prohibitive for some teams.

Study limitations
It is difficult to accurately compare data from previ-
ous insulation studies with our work described herein 
because they have either used human subjects or iterative 
thermal manikins [17–24]. Essentially, the models are 
not congruent. The human studies are valuable but only 
use small numbers of subjects and so could be viewed 
as being under powered (we fully accept, however, that 
a pragmatic approach needs to be taken when trying to 
recruit human subjects). The work describing thermal 
manikins relies on iterative processes and mathemati-
cal modelling based on human physiological data. These 
manikins, such as TORE used by Henriksson et  al. [19, 
22], have been validated and are repeatedly reliable [19, 
22, 26] in terms of physiological responses. They do not, 

Table 2 Mass (kg) and initial purchase costs of each insula-
tion system tested compared to the Ready-Heat II™ system

Insulation system Mass (kg) Cost (£)

Vacuum mattress and Pertex© blanket 8.5 662.00

Wiggy bag 4.5 250.00

ME Casualty bag 4.0 400.00

Blizzard bag 0.39 33.00

Plastic orange survival bag 0.27 2.99

Twelve-panel Ready-Heat II™ system 0.75 20.00
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however, consider the psychological effects of cold injury 
associated with a reduced core temperature [2, 15].

Our model, a thermal manikin filled with warm water, 
was not intended to accurately reflect the complex physi-
ological processes governing human thermoregulation or 
those modelled in predictive thermal manikins [19, 22, 
26]. Moreover, our model had no physiological capacity 
to generate de novo heat. In this context, the simplicity 
of this setup was sufficient to test the effectiveness of the 
insulation systems over the given time course of 130 min. 
This it did well. We would, however, advise caution to 
readers not to over-interpret our data because it is with-
out doubt that the dry, still-air conditions used herein 
will have influenced our data given that rain and wind 
have significant detrimental effects on the thermal insu-
lation of a given material [3–5, 19]. Ideally, the work now 
needs to be extended to include systems that are wet and 
exposed to wind.

Conclusions
To conclude, this small-scale study illustrates that in sta-
ble ambient air, the vacuum mattress/Pertex©/fibrepile 
blanket is an effective insulation system more so than 
thinner foil or plastic bags. The vacuum mattress system 
can be further enhanced by wrapping this in a heavier 
weight casualty bag.
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