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Table 2.

Point-to-point distances (means, in mm with 95% CI) for groups and scanners. The

p-value represents the ANOVA results for each group across scanners.

Point-to-point distance (95% CI)

Distance Group CEREC TRIOS PLANMECA p-value

UR7-LR7

A 1.03 (0.93–1.13)
0.94 (0.80–

1.08)
0.80 (0.61–0.99) 0.023

B 0.81 (0.75-0.87) 0.65 (0.49-0.81) 0.55 (0.30-0.80) 0.032

C 0.86 (0.67-1.03) 0.68 (0.52-0.84) 0.85 (0.50-1.20) 0.29

D 0.90 (0.85-0.95) 0.77 (0.68-0.86) 0.98 (0.60-1.36) 0.283

UL7-LL7

A 0.52 (0.41-0.63) 0.37 (0.30-0.44) 0.36 (0.17-0.55) 0.062

B 0.72 (0.66-0.78) 0.52 (0.40-0.64) 0.41 (0.26-0.56) 0.001

C 0.72 (0.62-0.82) 0.37 (0.32-0.42) 0.55 (0.10-1.00) 0.076

UR3-LR3

A 2.17 (2.15-2.19) 2.21 (2.12-2.30) 2.28 (2.17-2.39) 0.063

B 2.14 (2.08-2.20) 2.08 (2.01-2.15) 2.19 (2.04-2.34) 0.205

C 2.13 (2.04-2.22) 2.15 (2.10-2.20) 2.14 (2.05-2.23) 0.913

D 1.85 (1.81-1.89) 1.83 (1.81-1.85) 2.02 (1.81-2.23) 0.035

E 2.41 (2.37-2.45) 2.45 (2.38-2.52) 2.38 (2.28-2.48) 0.213

F 1.94 (1.92-1.96) 1.93 (1.88-1.98) 1.63 (1.57-1.69) < 0.001

UL3-LL3

A 0.84 (0.82-0.86) 0.83 (0.76-0.90) 0.82 (0.70-0.94) 0.863

B 0.79 (0.75-0.83) 0.77 (0.66-0.88) 0.80 (0.64-0.96) 0.884

C 0.74 (0.72-0.76) 0.78 (0.71-0.85) 0.82 (0.72-0.92) 0.177

D 0.50 (0.46-0.54) 0.44 (0.38-0.50) 0.37 (0.31-0.43) 0.005

E 1.08 (1.06-1.10) 1.10 (1.05-1.15) 0.92 (0.86-0.98) < 0.001

F 0.66 (0.61-0.71) 0.68 (0.63-0.73) 0.46 (0.37-0.55) < 0.001


