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Abstract : Dark noise is a dominant background in photomultiplier tubes (PMTs), which are
commonly used in liquid- lled particle detectors for single-photon detection to see the results
of particle interactions. A major contribution to dark noise is thermionic emission from the
photocathode.

The dark noise of Hamamatsu R7081-100 PMTs is characterised in a temperature and purity.
controlled water tank, with the thermionic emission contribution isolated. The results suggest that
the intrinsic dark rate of PMTs does not depend on the medium, but does follow Richardson's law
of thermionic emission. There are external contributions to the overall observed PMT count rate
identi ed, but the intrinsic PMT dark rate in water matches that measured in air.
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1 Introduction

Photomultiplier tubes (PMTs) are commonly used in particle detectors to detect photons resulting
from particle interactions. In many detectors, particularly neutrino and dark matter detectors, the
PMTs are submerged in a liquid medium such as pure water or liquid scintillator. However, they
are typically characterised in air, normally at a single ambient temperature, before installation into
a detector] 7].

PMTs used for single-photon detection have characteristic single-photoelectron (SPE) pulses
produced when a photon liberates an electron from the photocathode. However, photons are
not the only mechanism by which electrons are liberated from the photocathode. Photons and
other mechanisms are indistinguishable from the pulse, as they all cause electron emission making
the pulses identical. A single electron will produce an SPE level pulse (a pulse with the same
characteristics as a single-photon produced pulse).

Pulses produced in the absence of photons are referred to as dark pulses, PMTs each have
a characteristic count rate of these, and are a dominant background to single-photon detection.
Thermionic emission, where an electron is liberated from the photocathode by thermal energy, is
one of the major mechanisms that produces dark counts and should be characterised in detail.

It has been seen in detectors that the rate of pulses changes depending on the medium the
PMTs are installed in and its conditions, e.g. in the LUX-ZEPLIN dark matter detegjorAs
such, it is important to characterise PMTs in a realistic dielectric and magnetic environment, and



with varying temperature to understand the performance and thermionic dark noise contribution
that can be expected in a detector. Here, the characterisation of the temperature-dependent dark
noise of10°°Hamamatsu R7081-100 PMTs when submerged in pure water is presented.

2 Experimental setup and measurements

2.1 Photomultiplier tubes

The PMTs used in these tests are low radioactivity Hamamatsu R708104%Mameter tubes with

a waterproof potting applied. An 80 m BELDEN YR53485 cable, connected by the vendor, is used
to supply positive high voltage (HV) and provide a return path for the signal as they are alternating
current (AC) coupled. The electronics in the PMT base has an impedance of 50

2.2 Electronics

The PMTs are powered via a CAEN V6534P positive polarity HV board. As the PMTs are AC
coupled, the AC signal and direct current (DC) HV need to be separated. A custom splitter board,
using a capacitor in a resistor-capacitor circuit as a high-pass lter, is @dd plock the DC
components and eliminate the DC o set from the AC signals. The splitter is designed to have the
same impedance, 50 as the electronics in the PMT base to reduce signal re ections caused by
impedance mismatches.

As the SPE signal from these PMTs has a mean amplitude of approximately 4 mV, the signal
is ampli ed by a CAEN N979 10x fast ampli er. Itis then digitised by a CAEN V1730B 500 MS/s
digitizer where a 10 kHz external trigger is used to open a 220 ns acquisition window. The digitiser
is read out via an optical link to a CAEN A2818 PCI CONET controller.

2.3 Water tank

To characterise the PMTs in water, they need to be completely submerged. To achieve this, a 2000 L
(2m 1m 1m)316L stainless steel water tank has been constructed at the University of She eld.
The water in the tank is puri ed by a Veolia system to 18.2 Mcm using a series of lters, a
deionising cylinder and an ultraviolet lamp, and the temperature can be controlled inGte 4

30 C range by a heat exchange unit. The temperature of the water in the tank and puri cation
system is measured by a series of temperature probes, and the resistivity of the water is measured
as it enters and exits the puri cation system. The system is insulated, and the temperature is stable
within 0.1 C in all but extreme ambient conditions. The resistivity of the water remains consistent

at approximately 12.5M cmin the tank during data taking periods.

To ensure that no stray light enters the tank, and arti cially increases the dark rate, the tank,
and lid are covered by layers of black plastic sheets, and the feedthroughs used for PMT cables and
monitoring of the conditions are also wrapped. Figlf&)shows the outside of the tank when it is
set up for testing, with gurel(b) showing how the PMTs are lowered into the tank.

2.4 Measurement procedure

To take measurements, a set of up to 5 PMTs are placed in a holder and lowered into the tank. A
lid is placed on the tank and the cables connected to the splitter board after passing through a safe
high voltage (SHV) to SHV feedthrough.



(&) The 2000L tank used to submerge PMTs (b) A batch of PMTs in the holder being lowered
in water. into the tank.

Figure 1. (a) The 2000L tank used to submerge PMTs in pure water. The inside of the tank is optically
isolated from its surroundings, and the water purity and temperature are controlled. (b) A batch of ve PMTs
inside the tank. Covers can be added to each PMT individually for further optical isolation.

To measure the rate of dark pulses, 15 minute runs with the 10 kHz external trigger are used.
Each run equates to 1.98 s of live time, or approxima®elyl(® waveforms each 220 ns in length.

Four runs are taken across a two hour period at each temperature to ensure consistency between runs:.
The water temperature is adjusted betweed d@nd 25C in 2.5 C steps, except for between 12

and 15C where 0.5C steps are used. This region is chosen to surround the operating temperature

of Super-Kamiokandel[].

As measurements of the dark rate are desired, the inside of the tank needs to be kept optically
isolated from the tank's surroundings. To con rm no external light is entering the tank, runs are
taken with the room lights on and o for each PMT deployment. The nal data is taken with the
room lights o .

When PMTs are exposed to signi cant levels of light, they have an increased dark rate for
several hours to days after the exposure. This cooldown period is measured by exposing the
PMTSs to large levels of light and then recording the dark rate every hour for ve days at a xed
temperature. The outcome, in gufe shows that after approximately two and a half days the dark
rate is at its pre-exposure level. Therefore, the PMTs are left in total darkness for at least two and a
half days, 60 hours, before attempting to take measurements.

Despite light from outside the tank being blocked from entering the system, light can still
be produced inside the tank. Cosmic ray muons will produce Cherenkov radiation as they pass
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Figure 2. The dark rate with time in complete darkness after large light exposure for PMT0103 (black). The
rate takes around two and a half days to settle at the pre-exposure level of 425 Hz (red, dashed) within error.

through the water. As the tank is on the Earth's surface and near sea level, the rate is approximately
1cm 2min 1 [11]. This, alongside the large amount of light produced per muon and the amount
the light re ects in the steel tank, produces a signi cantincrease in SPE level pulses observed by the
PMTs. Alongside muons, radioactive backgrounds, in particular from the PMT glass, can produce
Cherenkov and gamma radiation. It is also possible for light to be produced by the nal dynodes
in the PMT itself [L2]. Most single-photon detecting PMTs have countermeasuri@s lut it is
possible for photons to escape and trigger that or neighbouring PMTSs.

To combat the light produced inside the system and isolate the thermionic emission and intrinsic
dark rate, each PMT is individually covered in a black plastic sheet. This allows them to be optically
isolated from each other and any light produced in the water.

3 Analysis

3.1 Pulse analysis

An SPE pulse is characterised as having a mean amplitude of 40 mV after ampli cation, and a width

of around 20 ns where the rise is very sharp (few ns) and the fall is exponéitiadin example

is shown in gure3. A threshold of 25% of the mean SPE amplitude, 10 mV in this case, is used

in line with Hamamatsul/4], and a rise time cut o 20 ns is applied. An upper amplitude limit

of 80 mV is applied to remove multiple-photon backgrounds e.g. from cosmological muons. The

probability of multiple true dark pulses in a single acquisition window is assumed to be negligible.
Despite attempting to match the impedance between the PMT electronics and the splitter

board, there is still a mismatch due to the circuit board used in the splitter board. This mismatch

causes re ections of large pulses in the cables, which causes a large baseline shift within the data

acquisition window when these pulses occur just before the external trigger. The system as a whole

also contributes to these shifts. The water circulation systems contain several pumps and motors,

and the water tank is di cult to shield. As such, the system is susceptible to noise which causes



Figure 3. Typical SPE level pulse after 10x ampli cation. These make up approximately 90% of the pulses
above threshold.

further shifts in the baseline. SPE level pulses can be impacted by these baseline shifts, as shown
in gure 4.

To compensate for this, a baseline correction similar to the Linear Common Mode Suppression
algorithm described inlp] is applied. This correction has several steps:

1. The mean of the waveform is subtracted.

2. Any linear slope in the data is corrected for.

3. Data points more than one standard deviation from the mean are removed.
4. The mean of the new waveform is subtracted.

5. Any linear slope in the new waveform is corrected for.

6. Outlying data points with corrections applied are re-added to the waveform.

This acts to counter the re ections and leave a pulse with a at baseline centred on 0 mV such
as the one in guretd, making the analysis of SPE level pulses more robust.

3.2 Thermionic emission
Thermionic emission is modelled using Richardson's 1&] jn equation 8.1),
4
#=) 2exp —3 . (3.1)
'B)
Here, # is the rate of electrons emitted from the photocathode by thermionic emissiea
scaling factor containing a material-speci ¢ correction facjois the absolute temperaturg,is

the work function4 is the electron charge ang is the Boltzmann constant. A constant o set is
also applied.




Figure 4. The corrections applied to a waveform with a shifted baseline (red, solid), with the original
waveform (black, dashed) shown for reference.

The electrons emitted will produce SPE level pulses, at thetratBy measuring the depen-
dence of# on) , the work functiongq can be obtained for the photocathode and any divergence
between the data and Richardson's law for thermionic emission can be observed.

4 Results

The results shown in gur®, show that Richardson's law ts the data well. The data occasionally
has a small plateau-e ect below 15 as the thermionic emission component of dark rate reduces.
Results for one batch of three covered PMTs are shown in difeg A comparison between

the SPE level pulse rates when covered and uncovered for these PMTs is shown irb(lg)ire
suggesting that when the PMTs are uncovered, more than half of the counts come from sources
other than dark pulses.

The work functions for the PMTSs, obtained by tting Richardson's law to the data, match the
range measured in ai®] with values between 1.2 and 1.5¢eV.

Runs with the room lights on and o are consistent with each other, con rming no stray light
enters the system.

To con rm the results, a series of tests are conducted on PMT0103 in isolation. To do this,
PMTO0103 is deployed in the tank on its own. Temperature-dependent measurements of dark rates
are taken and compared to the measurements taken from PMT0103 when deployed with other
PMTs. The results, in guré, show very little di erence between the two runs. The PMT is also
exposed to light before measuring the dark rate every hour for ve days which con rms the optical
cooldown period of 60 hours is su cient, with results in gui2

The impact of water resistivity is tested by bypassing the deionising cylinder and allowing the
water resistivity to drop gradually, and taking data every hour during this. The water resistivity and
dark rate results, in gur&, con rmthe resistivity has no clear impact on the intrinsic PMT dark rate.
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(a) Dark rate vs. temperature for covered PMTSs. (b) Covered vs. uncovered PMTs.

Figure 5. The SPE level pulse rate for a batch of PMTs. (a) shows the dark rate with the PMTs covered. (b)
shows a comparison between the SPE level rates when the PMTs are optically isolated from their surroundings
by a cover and those exposed to the whole system, with PMT0170 kept uncovered to act as a control. Covering
the PMTs lowers the SPE level count rate signi cantly, and brings them closer to the measurements made
by the vendor14] ( G at 25 C). The measurements for the covered PMTs have the tto Richardson's law
superimposed.

Figure 6. The dark rate with temperature for PMT0103 measured when the PMT is part of a batch of PMTs
(black) compared to in isolation (red).

5 Discussion

The results of the measurements of temperature-dependent dark rate across thirteen PMTs are in
good agreement with thermionic emission as modelled using Richardson's law in eq@at)an (

the 15C to 25 C temperature range. However, below C8here are occasionally small deviations
above the expected rate as thermionic emission rates reduce. This suggests that there are non-
thermionic emission contributions to the dark rate that become more dominant at lower temperatures.
Itis seenin 3, 17] that the temperature-dependent dark rate does not always follow Richardson's
law of thermionic emission.



(a) Evolution of water resistivity with time. (b) Dark rate with water resistivity.

Figure 7. (a) The water resistivity with time after the deionising cylinder is bypassed. The resistivity drops
when the deionising cylinder in the ltration system is bypassed. (b) The dark rate of a covered PMT with
resistivity. There is no clear connection between intrinsic PMT dark rate and water resistivity.

An assay of the PMT glass, performed at the Boulby UnderGround Screening (BUGS) facility
and shown in tabld, suggests that the PMT glass has a low contribution to the background at
approximately 3.4 Bq kgt. The mass of these PMTs is 1.4 kg, yieldiig Bg per PMT assuming
the glass is the majority of the PMT mass. Not all of these events will cause light emission, further
lowering the contribution to the overall dark rate.

Table 1. PMT glass assay results from data taken at the BUGS facility using a Mirion (Canberra) BE6530
BEGe-type HPGe detector. Uncertainties in mBg/kg drestatistical errors only. True coincident summing

e ects are not accounted for, and introduce an additional error of UY(1®%). For comparison only, the

235 value is given as &U ppb equivalent where conversion is performed using the staft@faractivity

ratio for238U: 235 of 21.6 [19].

Isotope | mBg/kg ppx
238y | 660(40) | 54(3)

?Ra | 430(20) | 35(1) pph238y
210ph | 610(50) | 50(4)
235 30(5) | 50(7)
228Ra | 440(20) | 108(5)
224Ra | 370(10) | 89(2)
40K | 830(50) | 27(2) ppm*K

ppb?32Th

Measurements of the SPE level pulse rate with changing water resistivity con rm that the water
resistivity has negligible impact on the intrinsic SPE level pulse rate.

The largest non-thermal contribution to SPE level counts in a liquid medium is light. Despite
the system being optically isolated from its environment, the liquid Il allows light production



via particle interactions from cosmic ray particles and radioactive decays. Cosmic ray muons are
incident on the tank at an expected rate of the order several hundred Hz as the tank Ha®p 2 m
surface area, and a further 6 on the sides. This light is also likely to be re ected, which will
further increase the number of photons hitting PMTSs, due to the steel tank. Without simulations, it
is hard to quantify the expected number of hits from muon-produced photons, but it expected to be
a signi cant contributor to the total number of counts observed by the PMTs. Along with the direct
detection of photons, the consistent light exposure leads to a prolonged increase in PMT activity
leading to a further increase in the SPE level pulse rate. As such, simply vetoing cosmic ray muons
and accounting for radioactive backgrounds might not allow all contributions to the SPE pulses due
to light to be removed. Beyond light production in the tank, high gain PMTs are known to produce
light in the nal dynodes around the anod&]. This light can trigger both the PMT emitting the
light and its neighbours. By optically isolating PMTs from the system and their neighbours, the
SPE level pulse rate drops by a factor a2.5 as shown in gurés(b).

A comparison between dark rate measurements made in water and air (b@jthnia oy the
vendor [L4]) at 25 C are presented in tabl2 The measurements in air show good agreement.
The water measurements agree with expectation when the time in darkness before data taking
is accounted for. The measurements made in air are after approximately 18 hours in complete
darkness, whereas those in water are after at least 60 hours. The dark rate reduces signi cantly over
this time. For PMT0103, the dark rate after 18 hours is 1.8 times the rate after 60 hours, as shown
in gure 2.

Table 2. The dark rate measured at Z5in water, air P] and by the vendor (air)14]. The tests in water
were conducted after at least 60 hours in complete darkness, the other tests after approximately 18 hours.
Uncertainties are 1 4% for the water and air measurements.

PMT | Dark Rate at 25 C [Hz] (after time in dark)
1D Water (60 hours) | Air (18 hours) | Vendor
14 1,708 2,409 2,300
82 2,149 2,793 2,700
162 1,396 2,141 2,200
3 1,804 4,401 3,600
112 1,730 1,855 1,500
159 1,235 2,489 2,000
26 1,329 3,702 3,600
104 3,276 1,667 1,500
143 865 1,439 1,400
155 3,535 4,193 5,000
15 1,397 2,259 2,200
29 1,487 1,729 1,900
103 1,428 1,759 1,600
148 954 1,892 2,100




This is signi cant for detector application, as it suggests that there is no intrinsic di erence in
PMT dark rate when the medium of deployment changes. Therefore, any di erences seen in PMT
rates when in a liquid are likely to be due to external contributions such as light production in the
system. In the case of LUX-ZEPLINB], the raised pulse rates that occur after the tank is opened
and the water resistivity drops is likely related to contaminants in the water or optical cooldown
after light exposure, and not an intrinsic e ect of water resistivity on the PMTSs.

6 Conclusion

The temperature-dependent dark rate of Hamamatsu R70818%®MTs has been characterised
when submerged in water, and shows a good match to the measurements takedj amdibly the
vendor [L4]. Richardson's law of thermionic emission ts the data well, especially in theClt®
25 C range, with other contributions becoming more noticeable at lower temperatures.

The impact of light on the SPE level pulse rate is signi cant, and simply using a light tight
water tank is not su cient to remove all light. This is due to light production in water from cosmic
ray muons, radioactive backgrounds and possibly the PMTs themselves. The impact of radioactivity
from individual PMTs and water resistivity are shown to have a negligible e ect on the intrinsic
dark rate, but exposure to light has a lasting impact. The source of raised SPE level pulse rates in
liquid detectors is likely to be external to the PMTs.

It can be concluded that intrinsic PMT dark rate is consistent across di erent media, and that
characterising a PMT in air is su cient, based on the comparison of temperature-dependent dark
rates measured in air and water when all light is removed.
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